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Figure 1« Type 1191 20-MHz Counter^ front and rear panel view*. 


A 

PROGRAMMABLE 

20-MHz 

COUNTER-TIMER 

USING 

INTEGRATED 

CIRCUITS 


The instrument shown on our cover is 
on eight-digit, programmable, 20-MHz 
counter capable of measuring frequency, 
period, frequency ratio, and time interval. 
It is available with a choice of time bases 
and optional electrical data output. One 
of its most outstanding specifications is 
its price, which serves as evidence that, 
in at least some areas, technological prog¬ 
ress can outrun inflation. 


Electronic instruments, as everyone 
knows, have been getting smaller and 
smaller — in terms of signal-processing 
capability per unit volume — since the 
development of the transistor. Perhaps 
less widely appreciated is the fact that 
prices have also been shrinking. Now, 
with the arrival of integrated circuits, 
we are witnessing some truly remark¬ 
able reductions in instrument costs. 
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Nowhere is this happy trend more 
visible than in the area of frequency 
counters. Only seven years ago, for 
example, a vacuum-tube 10-MHz 
counter with period and time-interval 
capability was priced in the $2500- 
$3000 range. The transistor brought 
counter size down to the point where it 
was hardly a factor, but prices de¬ 
creased only slightly. Integrated cir¬ 
cuits, however, have made possible 
substantial savings, and General Radio 
has been able to take advantage of 
IC*s to offer both advanced perform¬ 
ance and rock-bottom price, specifically 
in a programmable 20-MHz, eight-digit 
counter-timer at less than $1')00.* 

It is easy enough to credit the avail¬ 
ability of IC*8 for the new' counter's 
wide price and performance margins 
over vacuum-tube and transistor 

* Prio* appiiM io USA only. 


counters, but w'e must look further to 
find out w’hy this counter alone among 
IC counters offers so much performance 
at such low' cost. The answ'er lies in the 
way IC's have been applied. Just as 
some counters on the market in the 
early 'OO’s were *Hransistorizations'* 
of existing vacuum-tube designs, some 
of today's counters are integrations 
of “transistorizations." Not so GR's 
new IC Counter (Type 1191), w'hich, 
in a first step tow'ard large-scale integra¬ 
tion, combines as many as four flip-fiops 
and their various buffering and gating 
stages in a single package. 

The integrated circuit shaped the 
design philosophy behind the 1191. In 
pre-IC design, for example, one could 
save money by using slow circuits in 
noncritical areas. With IC's, extra 
speed is often available at no cost 
premium; there may even be sav'ings ^ 


The 1191 counter on this month's 
cover signals the debut of GR's new 
"light-look" instruments. The ottroctive 
new styling underscores several im¬ 
portant design improvements that mean 
added convenience and longer instru¬ 
ment life. 

Panels are now coated with a baked 
epoxy finish, for long wear and re¬ 
sistance to scratches. 

All relay-rack units have handles for 
easy installation and removal from 
racks. The handles are at the ends, out 
of the way of controls and switches. 

The new panel color conforms with 
Federal Standard 595 (groy, 26492), 
ensuring good match with companion 
instruments. 

Removable dress panels on many 


rack-mountable instruments facilitate in¬ 
stallation of special-color panels for 
systems requirements. 

New glass-fiber-reinforced knobs give 
solid protection against cracking and 
chipping. They also snap on and off 
without setscrew manipulation and give 
complete protection against hot shafts. 

New binding posts ore 12-pointed 
(double hex) for better finger grip. 
Standard %-inch socket wrenches can 
be used to make permanent, tight con¬ 
nections. 

Panel markings are silk-screened with 
epoxy for excellent legibility and baked 
for extra abrasion resistance and per¬ 
manence. 

We hope you like the new "light 
look." 
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resulting from the use of many identical 
fast circuits, and fast circuits can mean 
more efficient programs for the various 
measurement functions. In the 1191, 
for example, the minimum display time 
is not in the lO’s or lOO’s of milli¬ 
seconds, as with most other counters, 
hut 100 microseconds. The propagation 
time through the eight identical decade 
counting units of the I lOl is onl}^ about 
0.2 fis, and it takes only about 0.3 /xs to 
transfer data into storage. Thus the 
I lOl can make a time-interval measure¬ 
ment and in only 0.5 /is be ready for the 
next measurement. Other counters — 
even IC designs — t 3 'pically require at 
least 50 milliseconds. 

Today’s counters are increasing!}' 
called upon to operate as components in 
automatic s^'stems, respontling to elec¬ 
trical control and presenting electrical 
outputs for use with computers, print¬ 
ers, recorders, etc. In the II01, proper 
application of integrated circuits sim¬ 
plifies remote programming to the 
point where it does not add significantly 
to cast. At the relatively small cost of a 
control input socket and its wiring, one 
can completel}^ avoid the need to shield 
and “hot-switch ” fa.st, puls(*-type elec¬ 
trical signals. In the IIDI, the only 
hot switching is the choice of ac or dc 
coupling, the choice of whether the two 
input channels are connected in com¬ 
mon or separately, and the signal 
attenuation. All other functions and 
ranges are switched by contact closures, 
dc voltages, or KC circuits. 

The greatest .savings ari.se from the 
simplicity of the measurement jiro- 
grams, achieved without .sacrifice of 
user convenience or versatilit}* of oper- 
ation. Switching from one mea.surement 
function to another, for example, in¬ 
volves only the restructuring of a 


system comprising two flip-flops and 
two gates. 

THE COUNTER 

The 191I is a general-purpose 20- 
MHz counter-timer for mea.suring fre¬ 
quency, period (.single or multiple), 
fre(iuenc\’ ratio, and time interval. 
All measurement functions, ranges, and 
mo.st of the secondary controls are 
programmable. The counter functions 
are dc-controlled, most b}' simple con¬ 
tact clo.Mires to ground. 

It is important to note that the II91 
is capable of true time-interval meas¬ 
urement.s, with full input circuits for 
both its start and stop signals. It 
is not a counter that can be converted 
into a brute-force timer by injection of 
start and stop pulses into the main gate. 

Readout is eight digits of liigh- 
intensit}' i»eon indicators, with auto¬ 
matic displa}' of decimal point and of 
measurement units. Internal storage 
gives continuous display of rapidly 
changing data without flicker. The 
operator has front-panel control of all 
input trigger-circuit characteristics. 

The counter is available with either 
of two time ba.ses. The le.ss-expensive 
room-temiK*rature-cry.stal oscillator has 
a ba.sic stability .specification of less 
than 0.2 ppm from 0 to 50°C and 
a drift of le.ss than 2 ppm per month. 
Those who recpiire greater stabilit}’ may 
either phasc^-lock this oscillator to an 
external standard or purchase the 
counter e(quipped with a high-precision 
o.scillator operating in a proportional- 
control oven. The stability specification 
for this o.scillator is le.ss than 2 parts in 
10 io/o(^ from 0 to 5()°C in continuous 
opiTation, and drift is less than 1 part 
per 10® per day. 

.\nolher important option is the elec¬ 
trical data output, a fully buffered 
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Figur* 2. Top Interior view. 


l-2~t-8 BCD output available at the 
rear panel of the counter. In addition 
to the measured data, the output con¬ 
nector carries monitoring data on the 
main gate and a print-command pulse. 

One of the major features of the 
counter is its *‘jam transfer” sy.stem 
for holding the displayed or electrical 
data until the measured data change.* 
In storage-type counters without jam 
transfer, all registers momentarily 
switch off and on between measure¬ 
ments, even where the count in only one 
of the registers actually changes. .\d- 
vantages of jam transfer are les.s rf noi.s(‘ 
from the counter due to readout tul)e 
switching and less noise in the electrical 
output data. 

The simplicity of the counter’s design 
is immediately apparent in an interior 
v'iew (Figure 2). All circuits e.\cept the 

•us Patent 3.328.564. 


indicator drivers and the indicators are 
on plug-in boards, easily removable for 
repair or replacement. A scx'ket for an 
extra card is included for specialized 
systems rc(|uirement.s. Al.so u.seful in 
systems applications are the rear-panel 
connectors for .\ and b channel inputs, 
programming inputs, data-output plug, 
external-time-basc input, and the 10- 
MHz time-ba.se output. 

HOW IT WORKS 

The simplicity of the counter’s design 
is apparent in the following brief 
descriptions of the circuit programs. 

Count Program 

The simplest of the programs is the 
rouNTixn nuxle (Figure 8). .Manually 
operated or electrically programmed 
switches .set a control Hip-hop (FFI). 
When FFl i.s in the Q state, the 
input gate passes pulses generated from 
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the A input signal to the counting 
register. When a *^stop” comrnan(i re¬ 
sets the control flip-flop to the state, 
the total numlwr of pulses accumulated 
in the counting register is displayed. 
In the counting mode, the storage units 
are used as amplifiers. 

Frequency Program 

For the frequency program, an addi¬ 
tional eight-decade counting register, 
called the timing register, and a crystal- 
oscillator time base are added to the 
components used for the counting 
mode (Figure 4). The function of the 
additional circuit is to open the count¬ 
ing gate for a precise length of time. 
If, for example, the counting gate is 
opened for exactly one second, the 
number of pulses accumulated in the 


counting register will be the average 
number of cycles in one second of the 
A signal, or the a signal frequency in 
hertz. The time interval is established 
by the timing register, which counts 
up to lO* zero crossings of the crystal 
oscillator (which may, in turn, be 
phase-locked to an external standard). 

The closure of the main gate (Gi) 
generates commands that move the 
contents of the counting register into 
storage, clearing FF2 and closing Gj, 
and, after a display hold-ofT interval 
that can be as short as 100 micro¬ 
seconds, FF2 is reset and the timing 
sequence is repeated. 

Frequency-Ratio Program 

The freciuency-ratio program is simi¬ 
lar to the frequency program, the only 
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difference being that the b channel 
input is substituted for the crystal 
oscillator (Figure 5). The accumulated 
count is thus the number of cycles of 
the A signal during a time interval 
established by the b signal period. 

One very useful application for this 
program is the use of longer gate inter¬ 
vals than can be obtained with the 
internal crystal oscillator. If, for ex¬ 
ample, a 1-MHz standard frequency is 
available, a lOO-8<H!ond gate will be 
established with the 10* range-switch 
setting in the ratio program. Similarly, 
a lOOO-second gate can be established 
with a 100-kHz standard frequency. 


Multiple-Period Program 

As seen in Figure 6, the multiple- 
period program uses the same circuits 
as the fre<|uency ratio program, re¬ 
structured so that the time-base signal 
is fed through the input gate to the 
counting register and the a input is 
applied to the timing register. The / 
clock interval fed to the timing register 
is one period of the signal to be meas¬ 
ured, and the counted signal is the 
100-nanosecond period of the 10-.MHz 
time base. Depending on the position 
of the range switch, from one to 10* 
periods of the unknow'ti are measured 
in terms of the time base. 



1 
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Richard W. Frank, 
Leader of GR’a Fre¬ 
quency and Time Group, 
received his SB and SM 
degrees in electrical en¬ 
gineering from the Mas¬ 
sachusetts Institute of 
Technology in 1950 and 
1951. He joined GR in 
1951 as a development 
engineer and was ap¬ 
pointed Group Leader m 
1957. 


With the eight-digit counting register 
and the 10-MHz time ba.se, single 
periods of signals as low in frequency 
as O.l Hz can be measured in the multi¬ 
ple-period mode. For periods of lower 
frequency signals, a lower-fre(|uency 
time base must be counted. L'se of the 
time-interval mode is then indicated. 

^ Time-Interval and Single-Period Program 

Figure 7 shows the restructuring of 
the circuits for the time-interval meas¬ 
urement. The .^-channel input circuits 
are used to generate a pulse that opens 
Gi to start the counting of the time-base 
.signal. The b channel is used to produce 
a stop pulse. Clock frequencies as low 


as 0.1 Hz can be produced by the timing 
register, for a maximum measurable 
time interval of 10® seconds (a little 
over three years). When both a. and b 
inputs are pre.sent, the register indicates 
the time between a and b. If there is no 
input to channel b, a single-period 
measurement of the A-channel input is 
made. 

The time-interval mode can be used 
for pulse-duration measurements. For 
example, in the measurement of the 
duration of a positive pulse, the A-input 
controls are set to start the counter on 
the positive-going .slope and the b- 
input circuits to produce the stop pulse 
on the negative-going slojic. Maximum 
resolution for such measurements is 100 
nanoseconds. 

PROGRAMMABILITY 

Almo.‘«t all the counter’s functions 
are programmable .simply by switch 
closures to ground. The user choo.ses 
those functions he wishes to program 
by setting the corre.sponding front panel 
.switches to the ext prog po.sition. The 
extent to which the vjtrious controls 
are programmable is indicated by the 
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following table. Note that only a few 
secondary controls are not program¬ 
mable, and even this limitation can be 
removeil in certain cases on special 
order. 

Fufiction Method of Programming 


.MEASrUE.ME.NT 

mode 

KAN’dE switch 

Trigger-polarity 

contruU 

THHESIIOIJ) 

controU 

DISPLAY Tl.ME 
control 

STAKT-STOP 
contmlM 
HESET Imtton 
Attenuator controls 
.\ODC coupling 
switch 


Switch closure to ground 

Switch closure to ground 
Switch closure to ground 

Dc voltage at desired level 

UC circuit to ground 

Switch closure to ground 

Switch closure to ground 
not programmable 
not programmiible 


SEP.MIATE- not programmable 
CO.M.MON switch 


Programming connections are made 
through a multiterminal connector on 
the rear panel of the counter. .Also 
available at this connector are several 


outputs for u.se with au.\iliary equip- ^ 
ment. These include a carry pulse from 
the highe.st decade, an end-of-display 
pulse, and a pniit-command pulse. 


ABOVE 20 MHz 


The 1191 is easily adapted for use at 
frequencies to 100 MHz by the addition 
of the Type 1150 Decade Scaler.* The 
resulting combination is a versatile, 
programmable, 100-.M Hz frequency¬ 
measuring system priced in the S2000* 
area. 

— R. \V. Fr.\nk 


ACKNOWLEDGMENT 

This design prf>ject, extending over the la.st 
10 months, wa.s <iirect4?d by the author. Such an 
accelerated development program required the 
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aii<l outside the En^neering Department, to 
make an individual listing of contributors 
practical: however, particular mention of the 
contribution of Brian Sargent is in order. 
Brian contributed to the electrical design and 
energetically followetl tlie many details neces- 
^ry for the smooth entr)* of this instrument 
into production. i 

_ R. W. FR.\.\K 

♦ Price applies in US.\ only. 

' D. 8. Nixon, Jr., "100-Slc Decade Scaler,” General 
Roilio Experimenter, Septetiil>er 1905, 


SPECIFICATIONS 


MEASUREMENT RANGES AND ACCURACY 
Frequency: Dc to 20 MHz: 1-ps to 10-fl counting 
gate times. .Accuracy, dr 1 count ±. timi^-basi* 
accuracy. 

Single Period: 1 to 10*s measured by c<Hinting0.1- 
ps to lO-fl intervals derived from internal 10-\I Hz 
clock. .Accuracy (aee note) is dependent on the 
sign:d-t4>-ni»ise ratio of the input signal, the 
count«»r input noise, and the rt l-count error. 
Multiple Period: 1 to 10* rieriiMls measured by 
counting internal lO-MHz clock. Accuracy, 
see note. 


NOTE — Trig»*r eiror in time mea-sure- 
ments: ±0.3* r of one period + num- 
U'r of peri<His averaged, for a 40-dB 
input r(igiial-to-nnise ratio. This a-H- 
sumes lU) noise internal to the ccuinter. 
For input signals of ejctremely high 
Hgiial-to-noise ratio, the trigger error 
in //s will Ih? <U.lKKl.’i -t* the signal 
slo|)e in V/ps. 


Time Interval: 0.1 ps to 10* 8 measured by count¬ 
ing O.l-ps to 10-s intervals derivinl from internal 
lO-MHz clock. .Accuracy (sec note), ± 1 clock 
pulse ±. trigger error '± time-base stability. 
Interval is measured lietwecn “start” and 
“stop” piilsrrs driving the input channels 
independently, or fn>m a single signal with 
common connection lartween channels, as for 
pulse-duration mcasurrunents. 

Frequency Ratio: 1 to 10*. Frequency “A,” dc 
to 20 .MHz, IS meosuriHl over 1 to 10* periods of 
frt‘quency *B,” dc to 10 .MHz. Accuracy, ± 1 
count of “A” di trigger error divided bv number 
of “B” periods. 

Count: Register capacity, 10*. Events are ac¬ 
cumulated lietween “start” and “stop” com¬ 
mands from manual panel buttons or, exter¬ 
nally, from contact citjsures or solid-state 
switches. In “count,” storagt? is automaticallv 
disabled. 

INPUT 

Frequency: Channel “.A,”dc to 20 .MHz (3 Hz to ' 
20 .MHz ac-couple<l); channel “B,” dc to 10 
MHz (3 Hz to 10 .Mllz ac-couuled). 


10 
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^ Stntitivity: lO mV rme sine wave, 30 mV pk-pk 
^ pulse; trigger level variable dtlOO mV. 

Xtfenuator: xl, xlO, xlOO (0, 20, ^0 (IB); low- 
K;upacitanec I0:l probe available. 

Vo If age Rating: Input voltage should not exceed 
150 V on xl or 300 V on xlO or xlOO. 

Impedance (all attenuator settings): Approx 
I Mu shunted by 35 pF. At rear connectors 
(supplied mounted, unwired), shunt C increases 
to approx 70 pF. 

Signal Polarity: Front-panel control permits 
selection of positive- or negative-going signal 
sense for triggering. 

lO-MHz TIME-BASE OPTIONS 
Room-Temperature Oscillator 

Stability: <2 X lO'^TC from 0^ to 50^C. 
Drift less than db2 X 10~* per month. 
With ±10% line-voltage variation, <2 X 
10 ^. 

Manual Adjustment Range: ±1 X 10"* at 
rear-panel control. 

High-Precision Oscillator (in proportionul-control 
oven) 

stobility: <2 X 10^V®C from 0® to oO'^C 
when oi>erated continuously. Drift ±1 
X 10"* j>er week, approx 2 X 10"^ jaT dav 
after 1 month of continuous oiMjration. With 
±10' J line-voltage variation, < 2 X 10**®. 
Manual Adjustment Range: ±1 X 10** at 
l control. 

*’ime-Base Output: 10-.MHz square wave, 2 V 
pk-pk behind 50 S2 at rear-panel BNC con¬ 
nector. 

External Phase-Lock: Both tiniC-base oscillaturs 
(!an Im* IcM^ked to external standard fre<|uency 
at 0.1, 1, 2.5, 5. or 10 MIIz, of at least 1 V’ rnis 
into 1 kil. .\ front-panel phase-lock indicator 
lamp is providcKl. 

DATA PRESENTATION 

Display: 8-digit display \rith automatically posi¬ 
tioned decimal p<')int and measurement dimen¬ 
sions. High-intensity neon readout tul>e8. 
Storage: Display can l)e either storeni or not. 
Operator can select from approx UM) to 
10 8 or infinity for display time (in normal 
mode) and for data hoIdolT time (in storage 
mode). 


Data Output (in some models): Full}* buffered 
1-2-1-8 B('D output at standard DTL levels: 
data zero is 0.5 V max and data 1 approx 5 V 
behind 0 kl2. 

PROGRAMMING 

Input: .All instrument functions contmllable by 
closure U» ground within capabilities of DTL 
micndogic (2- Ui (V-mA sink current required), 
except: 

PERIOD and TIME INTERVAL require 
approx 50-m.\-ca|>acity external cK«iure8 for 
added load of dimension-display lam])S. 
Functions controlled by other than contact 
closure: 

Input Threshold: Requires dc voltage of 
±100 mV' corresponding to desired thre^old 
level. 

Display Time: Requires RC circuit to 
ground. Display/hold-off interval is approx 
one RC time constant. 

Nonprogramnunble functions: Input attenua¬ 
tor, input uc/dc coupling, separate/common 
switcli, self-test, intermd/external control of 
time-base oscillator, and frequency adjust¬ 
ment of time-base oscillaUjr. 

GENERAL 

Environmental: O'* to 50®C oi)erating range. 
Povrer Required: 100 to 125 or 200 to 250 \\ 50 
to 100 Hz, 32 W. 

Accessories Supplied: Ruck-mounting hardware 
set, power cord, spare fuses. 

Accessories Available: Input probe, 1150 Decade 
Scaler for measurement to 100 MHz; 1137 
Data Printer, 1130 D/A C^mverler, and other 
tIR digital-data accpiu^ition equipment. 
Dimensions (width X height X depth): Bench 
model, 10 X 37 ^ x 12*4 in. x 00 x 325 mm); 
rack iiuhIcI, 10 x 3*-j x 11 in. (-185 x 80 x 
280 mm). " 

Net Weight (approx): 22 lb (10 kg). 

FOR INPUT PROBE — 1158-9600 

Input Impedance; 10 Mllshuntod by approx 7 pF 

when ua(M with 1101 counter. 

Attenuation: XlO (20 (IB). 

Voltage: i»0() V dc i»r ac pk-pk, ma.\ up to 5.7 
MHz; less at higher frequencies. 

Length: 3*;> ft. 


Catalog Number 

Df script ton 

Price in USA 


1191 Counter 


1191-9700 

Bench Model 

$1340.00 

1191-9701 

Rock Model 

1340.00 

1191-9702 

Bench Model with Data Output Option 

1390.00 

1191-9703 

Rock Model with Data Output Option 

1390.00 

1191-9704 

Bench Model with High-Precision Time-Bose Option 

1490.00 

1191-9705 

Rock Model with High-Precision Time-Base Option 

1490.00 

1191-9706 

Bench Model with both Options 

1540.00 

1191-9707 

Rock Model with both Options 

1540.00 

1158-9600 

P6006 Probe, Tektronix Catalog No. 010-0127-00 
(not sold separately) 

22.00 
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In terms of impact on instrument design and 
performance, one of the most important 
new products to come from General Radio 
in recent years has been one of the smallest, 
the GR900* precision coaxial connector. 
The GR900 has been the springboard for 
substantial improvements in many instru> 
ments and standards made by GR and 
other manufacturers. The time-tested ad¬ 
mittance meter is the latest beneficiary of 
GR900 precision, as well as of several other 
noteworthy improvements. 


The development of precision coaxial 
connectors has led to significant im¬ 
provement in the pc^rformance of many 
coaxial instruments. The reduction in 
error introduced at the interface be¬ 
tween the unknown and the instrument 
has made possible not only higher 
direct-reading accuracy but even greater 
gains through the use of reference 
.standards equipped with precision con¬ 
nectors. The exceptional rej>eatability 
of the G11900* connector has already 
been put to good use on slotted lines 


and rf bridges; now users of admittance 
meters can share in the many ad¬ 
vantages of the precision connector. 

The Type 1602 Admittance Meter ^ 
has over the years found widespreac*^ 
application for impedance and admit¬ 
tance measurements in the awkward 
range between lumped-constant and 
distributed-parameter frequencies. Its 
fre((uency range of 20 to loOO MHz in¬ 
cludes frequencies at which slotted lines 
become long and expensive and con¬ 
ventional bridges suffer from errors due 
to stray inductances and capacitances. 
Now a new admittance meter, the 1609, 
joins the 1602 to bring a new order of 
accuracy to measurements in this area. 
(The admittance meter, incidentally, 
is a null instrument more properly 
called a bridge, a point we are happy to 
put right in the naming of the new 
instrument.) 

The 1609 Precision UHF Bridge is a 
completely new instrument, different in 
several important respects from the 
older 1602. In addition to GR900 con ^ 
nectors, the 1609 has more rugged 
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over-all construction, improved, lock- 
able conductance and susceptancc 
standards, and several features that 
facilitate bridge-arm adjustment. Inte¬ 
gral multiplier settings, for example, 
are detented. The real and imaginary 
arms can be precisely adjusted by 
means of a vernier attachment and can 
be locked into position. 

The direct-reading accuracy of the 
I (KM) THF Bridge is quite good, but 
truly spectacular results are possible 
through the use of GROOO-eciuipped 
calibration standards. For example, 
through the use of GR900 reference air 
lines and standard termination.^, low 
8WR*s can be measured to within 
=t0.002. Recently introduced precision 
air capacitors, standard resistive ter¬ 
minations, and GR900 air lines, used 
as C, Rf and L standards, similarly 
improve the accuracy of measurement 
of capacitance and inductance of 


lumped- and distributed-parameter cir¬ 
cuits to well beyond the direct-reading 
accuracy. 

Precision measurements are not 
limited to circuits and components 
equipped with GR()0() connectors. 
Through the use of GRIMM) precision 
adaptors, the FHF Bridge connect.s 
easily to any of the popular coaxial 
connectors, including Types N, TNC, 
BNC, etc. The deterioration in ac¬ 
curacy introduced by the adaptor is 
usually negligible compared with the 
inherent uncertainty characteristics of 
the lower-performance connectors. For 
measurements on lumi)ed-parameter 
conqMjnents with wire leads, the Type 
l)00-M Component Mount can be used. 

Method of Measurement 

Use of the FlIF Bridge is simple and 
straightforward. With a suitable gener¬ 
ator and detector and the conductance 



the 




Expert menter 


John F. Gilmore re¬ 
ceived his BSEE in 1961 
and his MSEE in 1963, 
from Xortheastcrn Uni¬ 
versity. He joined the 
Microwave Group at 
General liadio as a de¬ 
velopment engineer in 
1963 and is currently en- 
ga|Sed in microwave cir¬ 
cuit design. 


and susceptance standards (supplied) 
connected to the bridge, the unknown 
is connected and the bridge arms are 
adjusted for a null. At this balance 
the bridge arms indicate the real and 
imaginary terms of the normalized 
admittance of the unknown at a point 
about 4.9 cm from the riROOO con¬ 
nector face. A short or open circuit is 
then measured to establish a known 
reference plane, and a Smith Chart 
or transmission-line equations are used 
to determine the impedance or admit¬ 
tance at any reference plane, just as in 
slottcd-line measurements. 

Since this is a null instrument, de¬ 
tector response docs not affect measure¬ 


ment accuracy, as it can in slotted-line 
measurements. Multiplier plates are 
supplied for better resolution of very 
small or very large values. 


When only the swr of a component is 
of interest, the bridge can be used as a 
reflectomcter. With the component 
connected to the bridge, the detector 
output level relative to a calibration 
level can readily be converted to swr. 
Since no balancing is involved, this 
method is particularly u.scful for meas¬ 
urement of large numbers of compo¬ 
nents. 

For accurate measurement of low 
swr's, a GU900 reference air line can 
he used as an absolute imi)cdance 
standard. The bridge then acts as a 
tunable hybrid. The unknown is con¬ 
nected and the bridge is balanced. The 
air line is then inserted between the 
bridge and the unknown, and the de¬ 
tector output is then an accurate indi¬ 
cator (i0.002) of the SWR of the un¬ 
known. — J. F. Gilmore 



SWR Measurements 


SPECIFICATIONS 


Accuracy t Applies to each term of normalised admittance reading separately. 


Frequency 

Ijorgerterm <t 

Larger term I to 90 

20-S00 MHi 
500-1000 MHz 
1000-1500 MUz 

±(0.021 )\| + 0.01) 

± (0.031 K„| + 001) 

± (0.051 Kj,! -F 0.01) 

±(0.02 v/M|l\| + 0.01M) 
±(0.01 vT«|)'wl -F 0.01M) 
±(0.05 \/M|r.v| -F 0.02M) 


I }VI " m agnitude of bridg e rea ding (n ormalixed units) 

— >/(real term)* -f (imag term)* 

M aB setting of multiplier arm, values > 1 to 20 required 
if nonnalixed real or imagituiry term is > 1. 


Impedance acctiracy same as above substituting 
|Zm for lYnI. SWR accuracy -±2% from 20 
to 1000 MHx, ±4% 1000 to 1500 .MH*, for 
measurements near unity (matching to 50-11 
sj-stem). 

Fraquuncy Range: -10 to 1.500 MHx, direct 
rending; down to 20 MHz with correction 
factor applied to imaginary term. 


Meaturement Range: 0 tO -100 mil or 0 tO 
100011 , direct remling; can Iw extended to 
•1000 mn or 10,000 U with multiplier plates 
(supplied). Instrument measures admittance 
4.9 cm inside mating plane of G119004' con¬ 
nector; readings normalized with re8|)ect to 
20 mu (50 ti). The addition of air line of ai>- ^ 
prooriate length makes instniment direct^ 
reauing at any desired reference plane. 
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Accettories Supplied: 50-12 conductance stand¬ 
ard, adjustable stub and variable air capacitor 
for 8U8ceptun(‘(* standards, two nuiltiplier plates, 
874-U22LA Patch Cord, wooden storage wise. 

Acceisories Required: (iencrator with 20 tnW 
to 2 \V output, detector with 1 letter than lO-pV 
8<*nsitivity. Recoininended, (»K oscillators, (JU 
Type DNT Detector or 1230 I-F Amplifier, 
874-MllAL Mixer, and appropriate oscillator. 


Accetsoriet Available: 000-LZ Reference Air 
bines as im|X* *dance standards, GRllOO Standard 
TcTniinatioim and Standard Mismatches for 
calibration, (IR'.HIO adaptors to other connector 
tyjies. 

Dimensions (width X height x depth): 5 x 7}4 
X 51^ in. (130 X 185 x 110 mm). 

Weight: Net, 111 lb (7.5 kg); shipping, 20 lb 
(9.5 kg). 


Catalog Number I 

Description 

1 Price in USA 

1609-9701 1 

1609 Precision UHF Bridge 

\ $795.00 


NEW RECORDING WAVE ANALYZERS 


In the May-June Experimenter^ we 
described a new dial drive for automatic 
stepped or continuous third-octave 
analysis (as well a.s continuous tenth- 
octave analysis) with the Type ITiOt-A 
Sound and Vibration Analyzer.b* This 
dial drive, the analyzer, and the Type 
1521-11 Graphic Level Recorder are 
now available in combination, as the 
Typk 1912 Third-Octave Recording 
Analyzer. StepfX'd third-octave analysis 
is finding increasing application, e.s- 
pecially through the impetus of military 
and industry testing .standards (e.g., 
Mil Std 740-R, .\S11RAE IIOA-O:!), and 
this new system makes the.se measure¬ 
ments simple and convenient. 

In addition to the instruments men¬ 
tioned above, the system includes 10 
rolls of chart pajK^r. The recorder is 
equipped with a 40-dH potentiometer. 
The system cabinet includes a storage 
drawer and a system power control that 

• U. \. Bonk. *'A Dial Drive for Steppwl or Swept 
Analynifl." Generat Rudio Experimenter, Slay-Jiinr n<fl7. 

• W. It. Kundert, *' New Performance, New Convenience 
With the New ^und and Vibration Analyser," General 
Radio Experimenter, Sepleml>er-Octol>er 1U03. 


switches the analyzer battery supply as 
well as the ac line. 

Another new .sy.stem combines the 
Typk l508-.\ Wave Analyzer® with the 
graphic level recorder. The 1508 is a 
1%-bandwidth analyzer capable of sep¬ 
arating very clo.sely spaced fretiuency 
components over a fre(|uency range 
from 20 llz to 20 kHz. Applications 
include harmonic-distortion mea.sure- 
ments, liarmonic analy.sis (the l.jfiS will 
.separate about 50 harmonics), and 
mea.surements on modulated signals. 
The analyzer is e.s|Kicially useful in 
mciusurcments of low-frefii\cncy noise 
or vibration from machinery. 

The new Type 1913 Recording Wave 
.\nalyzer incliules, in addition to the 
analyzer and the recorder, an 80-dB 
potentiometer (plus (he 40-dH potenti¬ 
ometer supplied with the recorder), 10 
rolls of chart paper, and the drive and 
link units tlirough which the recorder 
drives the analyzer frequency dial. 

* W. K. Kiinderl, ".\ Onc-Percent-Bandwidth Wave 
Analyxer," General Radio Kipertmenter, Septemlier 1900, 


Catalog Number 

Description 

Price in USA 

1912-9700 

1912 Third'Oetave Recording Analyzer 
for 115-V, 60-Hz supply 

$3510.00 

1913-9700 

1913 Recording Wave Analyzer, 1% Bandwidth 
for 115-V, 60-Hz supply 

3180.00 

1913-9701 

1913 Recording Wave Analyzer, 1% Bandwidth 
for 230.V, 50-Hz supply 
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DO WE HAVE YOUR CORRECT NAME AND ADDRESS-nome, compony 
or organization, department, street or P.O. box, city, state, and zip code? 
If not, please clip the address label on this issue and return it to us with 
corrections, or if you prefer, write us; a postcard will do. 


Precision Measurements Association Conference 


The first annual conference of the 
Precision Measurements Association 
will be held at the Disneyland Hotel in 
Anaheim, California on January 22, 23, 
and 24, lOfiS. Instructional courses, 
technical sessions, and exhibits will be 
presented. 

General Radio will participate in this 
program by demonstrating the u.se of 
GR900* precision connectors and 


standards in the calibration of instru¬ 
ments. GR will also demonstrate a 
technique for calibrating capacitance 
standards at high froipiencies by means 
of a microwave slotted line equipped 
with a preci.sion connector. 

For further information on the PMA 
Conference, write to the Precision 
Measurements As.*<ociation, 826 X. Vic¬ 
tory Blvd., Burbank, California 91502. 




General Radio wishes all Experimenter readers 
a happy and prosperous 1968. 




GENERAL RADIO COMPANY 

WEST CONCORD, MASSACHUSETTS 01781 
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